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Summary of Safety and Effectiveness Data 

I. General Information 

Device Generic Name: Vascular Hemostasis Device 

Device I‘rade Name: StarCloseTM Vascular Closure System 

Applicant. Abbott Vascular Devices 
400 Saginaw Drive 
Redwood City, California 94063 

Premarket Approval Application (PMA) Number: PO50007 

Date of Panel Recommendation: None 

Date of Notice of Approval to Applicant: December 2 1,2005 

II. Indications for Use 

The StarCloserM Vascular Closure System is indicated for the percutaneous closure of 
common femoral artery access sites while reducing times to hemostasis, ambulation, and 
dischargeability in patients who have undergone diagnostic endovascular catheterization 
procedures utilizing a 5F or 6F procedural sheath. 

III. Contraindications 

There are no knclwn contraindications to the use of the StarCloseTM Vascular Closure 
System . 

IV. Warnings and Precautions 

The Warnings and Precautions can be found in the StarCloseTM Vascular Closure System 
labeling. 

V. Device Description 

A. Materials and Configuration 
The StarCloserM Vascular Closure System is designed to deliver a nitinol clip to 
close femoral artery access sites following percutaneous catheterization 
procedures. 

The StarCloseTM Vascular Closure System consists of the StarClose Clip Applier 
and a StarClose 6F Exchange System. An implantable Clip is mounted on the 
Clip Applier, which delivers the Clip through the exchange system or introducer 
sheath for extravascular closure of access sites. The StarCloseTM Vascular 



Closure System can also be used with the StarCloseTM 6F Introducer Set, which is 
packaged and sold separately. 

B. Principles of Operation for the Stat-Close Ti\1 Vascular Closure System: 

IZt the end of the endo\,ascular diagnostic procedure the user ensures placement of‘ 
either a !itarClosc-rM Exchange Sheath or StarCloseTM Introducer Sheath at the 
access site. Either sheath is used to introduce and position the StarCloseT” C’lip 
iipplier. 
The distal end of the Clip Applier features a vessel locator. The locator is 
designed as collapsible nitinol bands that extend into an “X“ shape. The 
expanded locator is gently pulled until it meets with the inner surface of the vessel 
wall. After aligning the clip applier, the clip is deployed, drawing the edges of the 
arterial puncture together. The vessel locator simultaneously retracts so that the 
device may be removed. 

VI. Alternative Practices and Procedures 

Alternative practices for achieving hemostasis of the femoral artery puncture site post- 
catheterization include manual compression, mechanical compression, collagen-based 
hemostasis devices, and percutaneous delivery of sutures to the femoral artery access site. 
Pressure dressings and sandbags are routinely used in combination with compression 
methods to control oozing. 

VII. Marketing History 

The StarCloseT”” Vascular Closure System has not been marketed in the United States but 
is currently approved for commercial sale for this indication in Australia, Austria, 
Belgium, Czech Republic, France, Germany, Greece, Hong Kong, Hungary, Ireland, 
India, Israel, Italy, Kuwait, Lebanon, Malaysia, Netherlands, New Zealand, Norway, 
Portugal, Poland, Saudi Arabia, South Africa, Spain, Sweden, Switzerland, Turkey, and 
the United King,dom. The StarClose TM Vascular Closure System has not been withdrawn 
from marketing for any reason relating to the safety and effectiveness of the device. 

VIII. Potential Adverse Effects of the Device on Health 

The use of the StarCloseTM Vascular Closure System in diagnostic catheterization patients 
was evaluated in a pivotal, prospective, multi-center, open-label, randomized clinical 
study involving 208 diagnostic patients and 275 interventional patients (483 total 
randomized pat] ents) enrolled at 17 United States clinical centers. The first randomized 
patient was enrolled on 3/l 5/04 and enrollment in the diagnostic arm of the study was 
completed on 91’15/04. In the diagnostic arm the StarClose device was compared to 
standard compression (SC) methods following cardiac and peripheral vascular 
catheterization procedures utilizing 5F and 6F sheath sizes. The diagnostic patients were 
randomized using a 2: 1 scheme (StarClose device vs. SC control). Of the 208 diagnostic 
patients, 136 patients (65.4%) were randomized to the StarClose device and 72 patients 
(34.6%) were randomized to SC. All primary analyses comparing the 2 randomized 
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groups were based on an intent-to-treat (ITT) analysis in which patients Mere assigned to 
the treatment group to which they were randomized. 
I‘he numtxrs and percentages of‘majnr md minor complications for the diagnostic 
pticnrh In tlic c inical stud> arc slio~~n in I‘able 1 

lescription of Event 
lajor Vascular Compllcatlons ICombIned) 
Vascular ln]ury Requlnng Repalr 

Surgery 
Angloplasty 
Ultrasound Guided CompressIon 
Thrombln mjectlon or Other Percutaneous Procedure 

New lpsllateral Lower Extremity lschemla 
Access Site-related Bleedmg Requlnng Transfuston 

Access Site-related Infection Requlnng Intravenous 
Anbblobcs or Prolonged Hospitallzatfon 
Access Site-related Nerve Injury Requlnng lnterventlon 

omplications - 
leath 
llnor Vascular Compllcatlons (Combined) 
Pseudoaneurysm 
Artenovenous Flstula 
Hematoma e6 cm) 
Late access site-related bleeding 
Transient lower extremity cscllemla 
lpsllateral deep vem thrombosis 
Transient access sate-related nerve Injury 
Access site-related vessel Injuly 
Access We wound dehiscentz 

Access site-related bleedmg requlnng 
>=30 minutes to re-achieve hemostasis 

Localized access site mfectlon 
treated with IM or oral antlblotlcs 
UADE 

Table I : M+r and Minor Complications Thro 

CLIP Device 
(N=lX) 

0 0% (O/l 36) 
0 0% (O/l 36) 
0 0% (O/I 36) 
0 0% (Oil 36) 
0 0% (O/136) 
0 0% (O/I 36) 
0 0% (O/l 36) 
0 0% (O/l 36) 
0 0% (O/l 36) 

0 0% (011361 

0 0% (01136) 
2 2% (3/l 36) 
0 0% (O/l 36) 
0 0% (O/l 36) 
0 7% (11136) 
0 0% (O/l 36) 
0 0% (01136) 
0 0% (O/l 36) 
1 5% (21136) 
0 0% (01136) 
0 0% (O/l 36) 
0 0% (O/l 36) 

0 0% (O/136) 

0 0% (O/136) - 

'UI 2 

C 

- 

th 30 Da\s - Diagnos c ITT Patients 
Standard 

:ompression All Patients 
(N=72) (N=208) 

0 0% (0172) 0 0% (01208) 
0 0% (O/72) 0 0% (01208) 
0 0% (O/72) 0 0% (O/208) 
0 0% (O/72) 0 0% (O/208) 
0 0% (0172) 0 0% (01208) 
0 0% (O/72) 0 0% (O/208) 
0 0% (O/72) 0 0% (01208) 
0 0% (0172) 0 0% (O/208) 
0 0% (0172) 0 0% (O/208) 

Difference 
195% Cl] 
0 0% [--,--I 
0 0% [--,--I 
0 0% [--,--I 
0 0% [--,--I 
0 0% [--,--I 
0 0% [--.--I 
0 0% [--,--I 
0 0% [--.--I 
0 0% [--.--I 

0 0% (O/72) 0 0% (01208) 0 0% [--.--I 

0 0% (O/72) 0 0% (O/208) 0 0% [--.--I 
1 4% (1172) 1 9% (41208) I 8% [-2 8%.4 5%] 
0 0% (0172) 0 0% (O/208) 0 0% [--.--I 
0 0% (0172) 0 0% (O/208) 0 0% [--.--I 
1 4% (l/72) 1 0% (21208) I 7% [-3 7%.2 4%] 
0 0% (0172) 0 0% (01208) 0 0% I--.--] 
0 0% (0172) 0 0% (O/208) 0 0% [--.--I 
0 0% (0172) 0 0% (O/206) 0 0% [--.--I 
0 0% (O/72) 1 0% (2/208) 5% [-0 6%.3 So/,] 
0 0% (0172) 0 0% (01208) 0 0% [--.-I 
0 0% (0172) 0 0% (01208) 0 0% [--,--I 
0 0% (O/72) 0 0% (01208) 0 0% [--.--I 

0 0% (0172) 0 0% (O/208) 0 0% [--,--I 

0 0% [--.--I 0 0% (O/72) IO 0% (01208) 

_- 
1 000 

__ 
__ 

1 000 
__ 
__ 
__ 

0 545 
__ 
-- 
__ 

__ 

__ 

Numbers are % (events/sample size). 
Minor vascular complications include only patients who did not have a major vascular complication. 

IX. Summary of Preclinical Studies 

Bench and In-vitro Device Characterization Testing 

A. Biocompatibility 
Biocompatibility testing of the StarClose TM Vascular Closure System was 
conducted in accordance with FDA’s-modified matrix of IS0 10993-1, 
“Biological Evaluation of Medical Devices, Part 1 Evaluation and Testing”. 
As seen in the Tables 2 & 3 below, samples passed all testing and results 
concluded that the StarCloseTM Vascular Closure System is non-toxic, non- 
sensitizing, non-irritant, non-mutagenic, and non-hemolytic. 
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T: - able 2: StarClose“R2 Clin Biocor 

Test 
I 

Standard 
Method 

‘\ lotI~\IcII> (IS0 -, 
:1ullon hlcthod) 

ISO Sensiti/.atmn 
,Maxunrzatron 
Vethod) 

IS0 Acute 
Intracutaneous 
Reactivity 

USP and IS0 
Acute Systemic 
Toxicity 

In Euro Hemolysrs 
(Modified ASTM 
Extraction 
Method) 

Genotoxicity, 
Bacterial Reverse 
Mutation (Ames) 
Test, Salmonella 
and E.Colr strains 

IS0 Muscle 
Implant Study - 2 
weeli 

-- 

IS0 10993-10 

IS0 10993-10 

IS0 10993-I I 

IS0 10993-4 
ASM PI56 

-- 

IS0 10993-3 

IS0 10993-6 

nn: 
Test System 

\l~,u~c I rhro I -920 
“\lonola~er. 48 hrs 

Guinea I’rg 

Rabbits 

Mice 

Rabbit Blood 
37 degrees 4 hours 

Bacterial Reverse 
Mutation (Ames) 

Test Salmonella and 
E CO/I strains 

Rabbrt 

Sodium Chloride (SC) 
Cottonseed OrI (CSO) 

jO”C for 72 hours 

Sodium Chloride (SC) 
Cottonseed Oil (CSO) 

50°C for 72 hours 

Sodium Chloride (SC) 
Cottonseed Oil (CSO) 

50°C for 72 hours 

Sodium Chloride (SC) 
50°C for 72 hours vcith 

agitation 

Sodium Chloride (SC) 
Drmethyl sulfoxide 

(DMSO) 
50°C for 72 hours (SC) 

Room temperature for 72 
hours (DMSO) 

None 

Pass 

Pass 

Pass 

Pass 

Pass 



‘able 3: StarCloseTM C i 7I-h*e? 
Standard Method 

IS0 Acute 
Intracutaneous 

Reactivny 

USP and IS0 Acute 
Systemtc Tovtctty 

In l’rlro Hemolysis 
(Modtfied ASTM 
Extractton Method) 

I- 
IS0 lO() IO 

IS0 10093-10 

IS0 10093-I I 

IS0 10093-4 

Biocompatibility Testing 
Extract Conditions Test Results --I 

Sodium C’hl0l me (SC‘) 
c0mseed 011 ((‘so) 

50°C tor 72 hours 

Kabbtts 

M Ice 

Rabbit Blood 
37degrees 4 hours 

Sodium Chlortde (SC) 
Cottonseed 011 (C‘SO) 

50°C for 72 hours 

Sodium Chloride (SC) 
Cottonseed Oil (CSO) 

50°C for 72 hours 

Sodtum Chloride (SC) 
50°C for 72 hours wtth 

agitation 

B. Functionality 
A series of in-vitro tests (Table 4) were conducted to characterize the mechanical 
performance of the StarClose TM Vascular Closure System. Results from the 
mechankal tests demonstrated that the StarClose TM Vascular Closure System met 
the acceptance criteria for each test. 

Table 4: StarCloseTM Clip Applier and Exchar 
In-vrtro Test Method(s) 
StarCloseTM CII 
Closure Force 

T 

The clip is positioned to 
measure the force required to 
move the “tmes” (clip teeth) to 

Austenntc,i,,,, 
Temperature 

t 
-450 
Me.lsure the transformation 
temperature of the mtmol To 
determme the temperature 
range of the elasticity of the 
material. 
Me.asure the clip deformation 
when loaded and pushed off 
the applier. Head thtckness 
and length of the OD to the tip 
of the long tine are measured 
Measure clip diameter. 

Plastic Deformation 
Test 

Clip Dtameter 
Inspection 

e System Mechanical ‘I 
Acceptance Criteria 
/AC)/ Results 
2 I50 grams 

/\f= 10”Cr 10°C 

Note PMA set AC @ 
-5 - 20 o c 
Plastic deformation 55% - 

- Clip diameter 5 0 200” 

sting 
Results 

N= 20 
I52 Min 
230 Max 
Mean I91 SD. 23 
N= 20 
9’ C Mtn 
l4’C Max 
Mean. 12°C SD I 

N= 20 
-0.2 % Min. 
I I % Max 
Mean. 0.6 % 
SD 03% 
N= 20 
0 1702” Min 
0 I7 16” Max. 
Mean 0 1709” 
SD 0 0004” 



-- ( 
T 

?llp \v111 remarn Intact i4hcn wumber ofcyclcs to farlur-c N= 20 I 

I nrshcd off the apphcr < 3 cycles No de\rces failed after 3 i him~lat- to I’lastrc Deformation C\CIC\ 
~ 

IbO\ c ) 

I’osltlonlng Wlllgi 

(PW)Fspansion and 
Collapse 

Clip Applrerilntroducer 
flub Attachment 

Clip Deployment into 
AK WI 6 and 7 Fr. 
Sheath Splitting 
Positioning Wings 
Tensile Test 

Garage Tube to Garage 
Block Tensile Test 

Pusher Tube to Pusher 
Block Tensile Test 

Carrier Tube to Slider 
Block Tensile Test 

Support Tube to 
Support Block Tensile 
I‘cst 

Positioning Wings 
Release Rod to Release 

: Rod Nut Tensrle Test 

Expand after user Input and 
:ollapse after clip is dcploycd 
rvio breakage or failure modes 

4ttach and ensure functtonahty 
af the connectron 

Uses devrces and camera to 
assess the reactron trme ofthe 
components. - 
The test pulls on the wings 
measurmg the force to pull 
wire/wire controller and/or 
pusher body assembly to 
failure 

- 
Pull component attachment to 
failure. 

Pull component attachment to 
failure. 

Pull component attachment to 
failure 

Pull component attachment to 
failure 

Pull component attachment to 
failure. 

Deployed Into excised swme 
artery m simulated cluucat use 

Posrtionmg wings will 
withstand 6 cycles of 
expansronicollapse w/o 
failure. 
The sheath must not 
disengage once attached 

Audible click. clip 3-6 
video frames; PW 2-4 
video frames. 
Wrthstand I5 N (3.37 lb) 
w/o failure 

V2.10 - 3.85 Ibf 
Withstand 15 N (3.37 lb) 
w/o failure. 

V2. IO - 9.0 Ibf mm 
Withstand IS N (3.37 lb) 
w/o failure 

V2 IO - 9.0 Ibf min. 
Withstand I5 N (3.37 lb) 
w/o failure 

V2 IO - 9.0 Ibf min 
Withstand I5 N (3.37 lb) - 
w/o failure 

V2 IO - 9.0 Ibf min. 
Withstand 15 N (3.37 lb) 
w/o failure 

V2.10 -NA 
Audible click, clip must 
fire, wings must retract. 
applier must initiate, 

t 
I 
I 
I 

I 
( 
1 
1 
( 
1 
I 
I 
I 

( 

hc I humb I.cvcr \\a’; 
inmd drsplaccd 
\I= 30 
\lo devrccs farlcd 

\ 311 
$0 de4 ICC\ l;irlcd I 

lO\\C\C!. Ill 7:30 (IL’\ ICC\ 

\I = 30 
156Fr &157lr.) 

\lo failures 
v=30 
~156Fr &1571-r) 
\I0 failures 
\/lean/SD 
Mm/Max 
Pull wire 
I8 l7/2 09 lb 
13.271> 20 

I 

Dbturator Shaft 
I4 14/1.38 
Il.14116.63 

V2.10-PASS 
N=30 
Mean/SD 
I9.99lO.06 
Mm/Max. 
I l.l4/16.63 

V2 IO-PASS 
N=30 
All devices exceeded the 
20 lb load cell 

V2 IO - PASS 
N=30 
All devices exceeded the 
20 lb load ccl1 

V2. IO - PASS 
N=30 
All devices exceeded the 
20 lb load cell. 

V2 IO - PASS 
N = 30 
All devices exceeded the 
20 lb load cell. 

V2.I0-NA 
N= I5 
All devices passed 
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r propagate xid completeI! I I 
snllt the sheath I 

StarClose Exchanges 
System Design 
Sheath & Dilator 
Extrusion. Tensile 
Sheath Hub to Clip 
Applier, Tensile 
Sheath Extrusion to 
Hub, TenslIe 
Hemostatis Valve Leak 
Test @! 5 5 - 6 I PSI 

l‘atigue modclmg 0f.k clip to 

assess in \ 110 qcl~c loadmg 
-korst-case heart rate 113s placed at 200 beats pa 

minute and \\orst-case hrmostasls at 240 (4 hrs ) 
minutes Under those conditions the clip \rould 
experience 48.000 cardiac cycles. The model assumes 
the qcl~c force to be 0 055 Ibl‘on each tine The 
sponsor states that the nitmol can be cycled over 
l.OOO,OOO times at a qc11c stram of 0.38% w/o a fatigue 

> 7.5 Ibf PASS 

>= 

C. Animal/Cadaver Studies 

Earlier versions of the device were tested in animal (porcine) and pressurized (120 
- 140 mmHg) arteries in cadavers to assess hemostasis and functionality. 

D. Sterilization and Shelf Life 

The StarCloseTM Vascular Closure System is sterilized using Ethylene Oxide 
(EtO) to a Sterility Assurance Level (SAL) of 10m6. The system has been validated 
and approved for a 6 month shelf life. 

X. Clinical Studies 

A. StarClo:seTM Vascular Closure System U.S. IDE Multi-Center, Randomized 
Clinical Trial 
The use ‘of the StarCloseTM Vascular Closure System in diagnostic catheterization 
patients was evaluated in a pivotal, prospective, multi-center, open-label, 
randomized clinical study involving 208 diagnostic patients and 275 
intervenl ional patients (483 total randomized patients) enrolled at 17 United 
States clinical centers. The first randomized patient was enrolled on 3/15/04 and 
enrollment in the diagnostic arm of the study was completed on 9/l 5./04. In the 
diagnostic arm the StarClose device was compared to standard compression (SC) 
methods following cardiac and peripheral vascular catheterization procedures with 
5F and 6F sheath sizes. The diagnostic patients were randomized using a 2: 1 
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scheme (StarClose device vs. SC control). Of the 208 diagnostic patients, 136 
patients (65.4%) were randomized to the StarClose device and 72 patients 
(34.6%) were randomized to SC. All primary analyses comparing the 2 
randomi.zed groups were based on an intent-to-treat (ITT) analysis in which 
patients were assigned to the treatment group to Ivhich they were randomized. 

The randomized diagnostic and interventional patients in the study had to meet 
general inclusion criteria, general exclusion criteria, access site exclusion criteria 
(including some criteria evaluated via limited femoral artery angiogram), and 
procedural exclusion criteria. The diagnostic patients consisted of 68.4% men 
ranging III age from 34 to 83 years and 3 1.6% women ranging in age from 36 to 
80 years The diagnostic patients who were randomized to the StarClose device 
were asked to ambulate 2 hours after the diagnostic procedure was complete, and 
the diagnostic patients who were randomized to SC were ambulated according to 
institutional standards and guidelines. 

The primary safety endpoint for the study was the combined rate of major 
complications within 30 f 7 days following the catheterization procedure. The 
secondary safety endpoint for the study was the combined rate of minor 
complications within 30 f 7 days following the catheterization procedure. The 
null hypothesis for safety was that the StarClose Vascular Closure System 
had a primary safety endpoint rate exceeding that of the standard of care 
(standard compression) by delta. The alternative hypothesis was that the 
StarClose Vascular Closure System had a primary safety endpoint rate less than 
that of standard compression or exceeding that of standard compression by no 
more than delta; i.e., 

H,: j-c lc > nsc + 6 
H,: j-c lc _< xsc + 6 

where x 1~ was the primary endpoint rate estimated for the StarClose Vascular 
Closure System and xsc was the primary endpoint rate estimated for the standard 
of care (standard compression). 

For the diagnostic patients, the StarClose device demonstrated safety. By Day 30, 
a combined total of 0 (0.0%) major complications was reported for the 
randomized diagnostic patients who received the StarClose device, and a 
combined total of 0 (0.0%) major complications was reported for the randomized 
diagnostic patients who received SC. 
The rates of minor complications were low betn-een the 2 randomized treatment 
groups. Of the 4 minor vascular complications noted, 3 occurred in the StarClose 
device group (one hematoma L 6 cm and two transient access site-related nerve 
injuries) and one minor complication occurred in the control group (a hematoma L 
6 cm). The most common minor complication was transient access site-related 
nerve injury. The combined total rates of minor complications at Day 30 were 
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7 ToA for the randomized diagnostic StarClose device patients and 1 3’/; for the -.- 
randomized diagnostic SC patients. 
The pr~mar~~ eff‘ectivencss endpoint for the stud! \\as time to hcmostasis. The 
xcondar!; effectixness endpoints for the study, \I cw t~mc to ~mhulation. tlmc to 
eligibility for hospital discharge (time to drschargeabilrty ). proccdurc success at 
discharge, and device success. 
Time to hemostasis was defined as the clapsed time between sheath removal and 
first observed hemostasis. 

Time to ambulation was defined as the elapsed time between sheath removal and 
the time when the patient stands and walks at least 20 feet without re-bleeding. 

Time to dischargeability was defined as the elapsed time between sheath removal 
and the time when the patient is medically able to be discharged based solely on 
the assessment of the access site, as determined by the patient’s physician (for 
diagnostic patients only). 

Procedure success was defined as the attainment of final hemostasis using any 
method and freedom from major vascular complications. 

Device s,uccess was defined as the attainment of final hemostasis using the 
StarClos’e Vascular Closure System alone or with adjunctive compression i 5 
minutes and freedom from major vascular complications. 

The effectiveness results for the diagnostic patients in the clinical study are show 
in Table 5, Table 6, and Table 7. 

Effectiveness Endpoint - Diagnostic ITT Patients 

Difference 

15.47* II 43 633+ IO.15 

* The mean ‘Time to IIemostasis value Includes 3 diagnostic patlcnts (21120, 41102. 41104) with 
reported times of.0’ that were queried and confirmed by the Investigator 

** Patient 1113 I had missing Time (T5) Introducer Sheath removed. 
*** Time to Hemostasis p-value was detemlined using two-sample t-test and Wilcoxon rank sum test. 

9 



,--~. - ~~~~~~~~~___ 

II) c‘\ ICC‘ succc\\” 

I ~mc to Ambulation 
Mins)*** 

Mean f SD 
t,N 
Median 

Range 
(min. max) 

Pime to Ambulation 
,l-iours)*** 

Mean * SD 
0’9 
Median 
Range 
(min, max) 

lime to Dischargeabilit 
yours)** - 

Mean * SD 
W) 
Median 
Range 
(min, max) 

Numbers are %  (counts/sample size) or Mean * 1 Standard Deviation 
N/A = Not Applicable 
* Patient I/I3 I had missing Time (T5) Introducer sheath removed. 
** The Time to Dischargeability is calculated by subtracting IVCOOS, Q.1 (procedure date) and Q.l 1.7 (Time 

Introducer sheath removed) from CRP IVCOl2, Q.2.1 & 2.2 (Time Eligible for discharge). Patient l/IO7 
had missing Time (T8) Eligible for Discharge. Patient l/l31 had missing Time (T5) Introducer sheath 
removed 

*** The Time to Ambulation is calculated by subtracting IVCOO5, Q.l (procedure date) and Q I I 7 (Time 
Introducer sheath removed) from CRF IVCOI I, Q. I .8 (Time first Ambulation) Patients l/107, l/108. 
11113, I/114, 2/131, 4/103 had missing Time (T7) of first ambulation (1 20 feet). Patient I1131 had 
missing Time (T5) Introducer sheath removed. 

**** Time to Dischargeability and Time to Ambulation p-values were determined using two-sample t-test 
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fable 7: Effectiveness 1 

Patients Elqible CI 
for Discharge DC 
Within Time 

B. Supplementary Clinical Data 

1. Venezuela Study 
Twenty-,three patients were enrolled in a feasibility study to evaluate the 
hemostasis attributes of the clip. The study results are summarized in Table 8 
below, 

Table 8: Veuezuela feasibility study effectiveness results 
Mean Time (range) 

Clip Manual compression 

N=ll N=lO 

Avg. = 2.1 (O-4) Avg. = 33 (10-90) 

N=ll N=9 

Avg. = 103 (62-135) Avg. = 328 (I 86-400) 

Adverse events identified in the study were: pseudoaneurysm (1); hematoma (4); 
vasovagal episode (1); peripheral nerve injury (1); groin pain (2), with 2 patients 
lost to follow-up. 

2. German Study 

This feasibility study involved 3 1 patients who were assessed for Adverse Events; 
Time to Hemostasis, and Time to Ambulation. The study results are summarized 
in Table 9 below. 
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Table 9: ‘German feasibility study effectiveness results 
Outcome measure Mean Time (range) 

Clip average, (mm.-max.) 
___-- 

N=27 

Time to tlemostasls (111111 ) 

___- 

Avz = 1 (l-2) 

N-738 

Avg r I (O-4) 

Time to Ambulation (mm ) N=28 

Avg = 120 ( 120-840) 

I patient ambulated @ 14 hrs 
L-- -I I 

Adverse events identified in the study were: oozing of blood @ 2 hours post 
procedure (1); bruising/hematoma (2) and an AV fistula (1). The summary also 
stated that there were 2 failures to deliver the clip, one due to training and the 
other manufacturing. 

3. Repuncture Through StarClose and Reclosure 
The safety of repuncture at any time through any part of a previously deployed 
StarCloseTM Clip, and the safety of subsequent closure of this repuncture using the 
StarCloseTMVascular Closure System, have not been fully established. The 
following information is provided to assist the operator in assessing the possible 
risks that may be associated with such repuncture and repuncture closure, which 
include Clip dislodgement, Clip embolization, and bleeding. 

Two bench studies with a porcine aorta model were performed to assess the safety 
and effectiveness of needle puncture and sheath passage, as well as the security of 
reclosure with the StarCloseTM device on or adjacent to a previously placed.Clip. 
The reclosure success criterion was pass/fail aquastasis. The porcine aorta model 
was pressurized to 130 mm Hg in one of the bench studies and to 260 mm Hg in 
the other bench study. These studies were performed in a simulated setting 
because a clinical trial would not be adequate in testing the worst case scenario 
since the likelihood of hitting the Clip in the clinical setting is very low. 

Each study evaluated 4 positions of a second Clip relative to a previously placed 
Clip, with the second Clip deployed in the center of or inferior, lateral, or superior 
to the first Clip, and evaluated 2 sheath sizes, which were 5F and SF (which 
“brackejt” the 5F and 6F sizes used in the clinical study), resulting in a 4 x 2 
matrix that established 8 different Clip position/sheath size groups. For each of 
the 8 groups, 32 Clips were tested, resulting in 256 Clip deployments. The 
sample :size of 32 Clips for each group was statistically determined. Fewer than 
32 pieces of porcine aortic tissue were used in each group. Each piece of tissue 
was use’d until there was no reasonable surface space left on the tissue for further 
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deployments, at which time the tissue was replaced with a fresh, unused piece of 
tissue. 

In each study the StarClose TM Clip was deployed, and then intentionally 
repunctured through the center of the Clip. Subsequent Clips were then deployed 
and intentionally repunctured incrementally at the inferior, then lateral, and then 
superior (aspect of the Clip surface, resulting in a total of 4 Clips incrementally 
added through/around the first Clip. All needles used for the initial puncture and 
subsequent repunctures were commercially available 18 gauge x 7.0 cm 
percutaneous entry needles (compatible with 0.038” guide wires), which are the 
standard needles used in the majority of femoral artery access procedures. 
Following the repunctures, 5F and 8F sheaths were inserted. In every case, the 
sheath was successfully inserted and a catheter could easily pass through the 
sheath. 

Then, in each case the indwelling sheath was exchanged for a 6F StarClose sheath 
and the StarCloseTM device was used to close the repuncture. In every case, a 
second Clip was successfully deployed and secure closure was achieved. There 
were no cases where the first Clip was dislodged. 

XI. Conclusions Drawn from Studies 

Results of the biocompatibility testing, in vitro bench testing, animal studies, cadaver 
study and c1inica.l investigations provide valid scientific evidence and reasonable 
assurance that the StarCloseTM Vascular Closure System is safe and effective when used 
in accordance with its Instructions for Use. 

XII. Panel Recommendation 

In accordance with the provisions of section 5 15( c)(2) of the act as amended by the -Safe 
Medical Devices Act of 1990, this PMA was not referred to the Circulatory System 
Devices Panel, an FDA advisory committee, for review and recommendation because the 
information in the PMA substantially duplicates information previously reviewed by the 
panel. 

XIII. CDRH Decision 

FDA issued a PR4A approval prder to Abbott Vascular Devices on December 2 1,2005. 
FDA also performed an inspection of the manufacturing facilities and found the applicant 
in compliance with the Quality System Regulation (21 CFR Part 820). 

XIV. Approval Specifications 

A. 
B. 

C. 

Instructions for Use: See the labeling. 
Hazards to Health from Use of the Device: See Indications, Contraindications, 
Warnings, Precautions, and Adverse Events sections of the labeling. 
Post Approval Requirements and Restrictions: See approval order. 
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